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Change #1, 634 
On page 6, under Product Models, add the following to the Comment column: 

Dry air and non-corrosive gas only. 

Change #2, 725 
On page 12, replace the table with: 

 
Input Pressure 

(psi) 

12 Month 

 Upper Limit  

12 Month  

Lower Limit 

729 300G/729 FC 300G 

-12 -11.94 -12.06 

-9 -8.94 -9.06 

-6 -5.94 -6.06 

-3 -2.94 -3.06 

0 0.06 -0.06 

60 60.06 59.94 

120 120.06 119.94 

180 180.06 179.94 

240 240.06 239.94 

300 300.06 299.94 

240 240.06 239.94 

180 180.06 179.94 

120 120.06 119.94 

60 60.06 59.94 

0 0.06 -0.06 

-3 -2.94 -3.06 

-6 -5.94 -6.06 

-9 -8.94 -9.06 

-12 -11.94 -12.06 

 
 
    
 

  
 


